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Abstract: The use of a new gel containing aminolevulinic acid and red light (ALAD–PDI) was tested 

in order to counteract bacterial biofilm growth on different titanium implant surfaces. The varying 

antibacterial efficacy of ALAD–PDI against biofilm growth on several titanium surfaces was also 

evaluated. A total of 60 titanium discs (30 machined and 30 double-acid etched, DAE) were pre-

incubated with saliva and then incubated for 24 h with Streptococcus oralis to form bacterial biofilm. 

Four different groups were distinguished: two exposed groups (MACHINED and DAE discs), 

covered with S. oralis biofilm and subjected to ALAD + PDI, and two unexposed groups, with the 

same surfaces and bacteria, but without the ALAD + PDI (positive controls). Negative controls were 

non-inoculated discs alone and combined with the gel (ALAD) without the broth cultures. After a 

further 24 h of anaerobic incubation, all groups were evaluated for colony-forming units (CFUs) 

and biofilm biomass, imaged via scanning electron microscope, and tested for cell viability via 

LIVE/DEAD analysis. CFUs and biofilm biomass had significantly higher presence on unexposed 

samples. ALAD–PDI significantly decreased the number of bacterial CFUs on both exposed 

surfaces, but without any statistically significant differences among them. Live/dead staining 

showed the presence of 100% red dead cells on both exposed samples, unlike in unexposed groups. 

Treatment with ALAD + red light is an effective protocol to counteract the S. oralis biofilm deposited 

on titanium surfaces with different tomography. 
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1. Introduction 

The role of bacterial biofilm in the etiology and the development of peri-implant 

disease has been demonstrated [1]. Indeed, patients who do not practice proper plaque 

control are 3.8 times more affected by peri-implantitis compared to those with good oral 

hygiene habits [2]. Peri-implantitis is a heterogeneous and complex infection. The 

microbial ecosystem is composed of Gram-negative periodontal pathogens, such as 

Porphyromonas gingivalis and Prevotella intermedius/nigrescens, and bacterial species that are 

not associated with periodontitis [3,4]. 

Peri-implant disease is distinguished between the reversible form, denoted 

mucositis, and the irreversible one, denoted peri-implantitis [5]. A recent Consensus 

report highlighted that the only risk factors of peri-implantitis for which exist robust 
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scientific evidence are poor plaque control, history of severe periodontitis, and lack of 

regular care [6]. 

The role of titanium surfaces in the modulation of bacterial interaction has been 

extensively investigated. It is known that rough surfaces, when exposed to the oral cavity, 

increase the risk of plaque accumulation [7]. However, moderately rough surfaces showed 

a lower prevalence of peri-implantitis compared to minimally or maximally rough ones 

[8]. Recently, nanoscale investigations showed that nanopatterning plays a fundamental 

role in modulating bacterial colonization, and very rough surfaces, such as double-acid-

etched (DAE) surfaces, are associated with a lower bacterial count at 24 and 48 h of 

incubation [9]. 

Currently, research is focused on the development of novel surfaces that could 

counteract biofilm accumulation in order to prevent the onset of peri-implantitis, and on 

novel treatment strategies to decontaminate titanium and its alloys without damaging the 

surface tomography [9–11]. 

In our recent studies, we focused on photoinactivation using light-emitting diodes 

(LEDs) against common pathogens of the oral cavity. In particular, near-infrared light 

(NIR) showed an antibacterial effect against Enterococcus faecalis and Pseudomonas 

aeruginosa [12–15]. This was confirmed over time and was effective against both 

planktonic and sessile bacteria [12–15]. Moreover, low-intensity red and NIR lights are 

characterized by an anti-inflammatory action that is particularly useful in oral surgery, as 

shown by many in vivo and in vitro studies. These therapeutic effects are dependent on 

the presence of specific targets in the tissues, the endogenous photosensitizers, which, 

irradiated by specific wavelengths, are able to induce the cellular response [16–18]. 

The presence of these molecules depends on the bacterial species, growth conditions, 

bacterial strains and other factors; therefore, the photoinactivation is not constant [19]. By 

comparison, the addition of an exogenous photosensitizer, such as the newly formulated 

gel Aladent (Alpha Strumenti, Melzo, Milan Italy), ALAD containing 5-aminolevulinic 

acid (ala), followed by red light irradiation showed interesting results against both Gram-

positive and Gram-negative bacteria, including the periodontal pathogen P. gingivalis and 

yeast Candida albicans [20–22]. 

Streptococcus oralis, a Gram-positive bacterium, is one of the early colonizers that, 

upon interacting with the acquired pellicle deposited on biomaterials, provides the basis 

for polymicrobial biofilm formation due to subsequent colonization by facultative and 

obligate anaerobic microorganisms [23]. This shift in the composition of the microbial 

ecosystem can lead to a local host inflammatory response in the peri-implant tissues, and 

depending on the presence of other risk factors, this could lead to reversible peri-mucositis 

or could cause peri-implantitis characterized by irreversible bone loss [6,24,25]. 

Streptococcus oralis is widely used for in vitro research on titanium surfaces. In this 

study, we present the effect of photodynamic therapy involving the use of a novel gel 

containing aminolevulinic acid combined with red LED irradiation (ALAD–PDI) on S. 

oralis biofilm, grown on MACHINED and DAE surfaces. This bacterium was chosen as a 

possible example of an oral microorganism; further studies with a more relevant mixture 

of bacteria would have to be conducted for potential clinical applications. 

The aim of this preliminary study was to evaluate the effects of ALAD–PDI on 

Streptococcus oralis biofilm growth on two different titanium surfaces, MACHINED and 

DAE. The secondary outcome was to evaluate whether the tested protocol was equally 

effective on both titanium surfaces. 
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2. Materials and Methods 

The protocol for this in vitro study was implemented in accordance with the 

Enhancing the QUAlity and Transparency Of health Research (EQUATOR) guidelines, in 

particular the Standards for Reporting Qualitative Research SRQR [26]. 

A total of 60 titanium discs, grade IV (ASTM F67) (Resista, Omegna (VB), Italy), 5 

mm (diameter) × 2 mm (thickness), were used in this study. 

The discs were manufactured using the same material, but were characterized by two 

different surfaces, as shown in Figure 1A, B: 

 MACHINED DISCS: titanium turned surfaces, obtained from the milling of a bar; 

 DAE DISCS: double-acid-etched (DAE) surfaces produced using a double mixture of 

nitric, hydrochloric, and hydrofluoric acid, and final neutralizing buffer. 

 

Figure 1. Study design: machined (A) and DAE (B) discs before experimentation. Application of 

ALAD (C) to the discs following pretreatment with human saliva and incubation for 24 h with 

Streptococcus oralis. Irradiation of the discs for 7 min with a 630 nm LED, illustration (D), and 

photograph (E). 

After manufacturing, all discs were subjected to ultrasonic cavitation in a basic 

solution, and a cold argon plasma reactor decontamination. Then, before the experiment, 

all discs were immersed for 60 min in 75% ethanol, and left to dry in a test tube previously 

sterilized via UV irradiation for 30 min. 

2.1. Saliva Sampling 

The spitting method was used to sample saliva from four healthy donors, as 

previously described [27–29]. The use of human saliva for this in vitro study was 

approved by the local Ethics Committee. 

The processing of sampled saliva was performed in accordance with previous 

literature. Briefly, in order to remove debris and ensure sterility, it was subjected to cycles 

of centrifugation and filtration [30]. 
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Then, the discs were put on 96 multi-well polystyrene microtiter plates and im-

mersed for 2 h in saliva [9,11,31]. 

2.2. Microbial Strain and Biofilm Development 

A clinical strain of Streptococcus oralis CH 05, isolated from a saliva sample from a 

healthy individual and collected at the Department of Medical, Oral and Biotechnological 

Science, University G. D’annunzio of Chieti; Via dei Vestini 31, 66013, Chieti, Italy, was 

used for the study, as previously described [32]. 

To evaluate the effect of the tested discs on S. oralis CH 05 growth, 200 µL of stand-

ardized broth culture (OD600 = 0.12, corresponding to 9 × 106 CFU/mL) was dispensed on 

saliva-coated discs and incubated for 24 h + 24 h at 37 °C in an anaerobic chamber 

(80/10/10, N2/H2/CO2; Don Whitley Scientific Ltd., Shipley, UK; International PBI SpA) 

[22,25]. 

In detail, four different groups were treated as follows: 

1. MACHINED: machined discs preincubated in saliva for 2 h and inoculated with S. 

oralis to permit biofilm formation, 24 h + 24 h (machined positive controls); 

2. MACHINED + ALAD: machined discs preincubated in saliva for 2 h, inoculated with 

S. oralis (biofilm formation for 24 h) and then exposed to ALADENT gel and red LED 

irradiation (ALAD–PDI), and incubated for a further 24 h before microbiological 

analysis, as shown in Figure 1C–E; 

3. DAE: DAE discs preincubated in saliva for 2 h and incubated with S. oralis to permit 

biofilm formation, 24 h + 24 h (machined positive controls); 

4. DAE + ALAD: DAE discs, preincubated in saliva for 2 h, inoculated with S. oralis 

(biofilm formation for 24 h) and then subjected to ALAD–PDI, and incubated for a 

further 24 h before microbiological analysis. 

5. Non-inoculated titanium discs used as negative controls. 

2.3. ALADENT Gel (ALAD) and Irradiation Parameters: ALAD–PDI 

The ALADENT gel (ALAD) (Alpha Strumenti, Melzo, Milan, Italy), used in this ex-

periment contains 5% of 5-delta aminolevulinic acid and other components, covered by a 

patent [20]. This substance is liquid at a temperature less than 28 °C and a gel at higher 

temperatures. Experimentation was performed at room temperature, under a microbio-

logical incubator, and 200 µL of ALAD was pipetted onto each titanium disc of the ex-

posed groups, after 24 h of bacterial inoculation, and left to incubate in darkness for 45 

min. 

Then, an AlGaAs power LED device (TL-01), characterized by a red light with a 

wavelength of 630 nm ± 10 nm FHWM nm (Alpha Strumenti, Melzo, Milan, Italy), was 

used as irradiation source for 7 min at 380 mW/cm2. The tip of the red LED was maintained 

perpendicular to the upper surfaces of the discs at a constant distance of 0.5 mm using a 

specific apparatus, as previously described and shown in Figure 1C–E [20]. 

2.4. Microbiological Analysis 

After a further 24 h of incubation in an anaerobic chamber, microbiological analyses 

were performed in all tested groups in order to determine: 

 Colony Forming Units (CFUs) enumeration 

 Biofilm biomass quantification 

 Cell viability via live/dead analysis. 

 Scanning electron microscope observation 

Negative controls were non-inoculated discs alone and combined with gel (ALAD), 

without the broth cultures. All negative controls were incubated for 24 h in an anaerobic 

environment, after which one was treated for 45 min with ALAD and the other left in an 

aerobic environment, and then all discs were incubated for another 24 h in an anaerobic 

environment. 
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Positive controls were incubated for 24 h in an anaerobic environment and then 

treated for 45 min with ALAD, irradiated for 7 min with red light, and left to incubate for 

another 24 h in an anaerobic environment. 

2.4.1. Determination of Colony-Forming Units (CFUs) 

For the enumeration of adherent cells, in all conditions, the planktonic phase was 

removed and each disc was transferred into a tube with 1 mL of PBS, sonicated in a 4- kHz 

ultrasonic bath (Euronda, Sandrigo, Italy) for 4 min and then vortexed for 2 min. The ob-

tained suspension was diluted and spread on Tryptic Soy Agar (TSA). The plates were 

incubated at 37 °C in an anaerobic chamber. Before the spreading on TSA, microscopic 

observations with live/dead staining confirmed that the diluted cells were disaggregated 

and viable (data not shown). 

2.4.2. Biofilm Biomass Assay 

For biofilm biomass quantification, after 24 h + 24 h of incubation in an anaerobic 

chamber, exposed and unexposed discs were treated based on our previous studies [9,20]. 

The discs were washed from dead cells, air-dried, and stained with 0.1% Crystal Violet. 

Then, the discs were resuspended in 200 µL ethanol. After the removal of the disc, elution 

was measured at OD570 using an ELISA reader (SAFAS, Munich, Germany). 

2.4.3. Viability Test 

The cell viability on each tested disc was examined using a BacLight LIVE/DEAD 

Viability Kit (Molecular Probes, Invitrogen detection technologies, Eugene, OR, USA) as 

instructed by the manufacturer and visualized under a fluorescent Leica 4000 DM micro-

scope [11,20]. The control group, unexposed to ALAD–PDI, was used to evaluate the effect 

of each variable: the type of titanium surface and the effect of the photodynamic therapy. 

The enumeration was performed by three blinded microbiologists (S.D.L., S.D., and L.C.) 

using image analysis software LEICA QWin 3 (Leica Microsystems Inc., Wetzlar, Ger-

many) through the examination of at least 10 random fields of view each [11]. The per-

centages of viable and dead cells were calculated. 

2.5. Scanning Electron Microscope Observations (SEM) 

Before proceeding with SEM observations, all discs were fixed with glutaraldehyde, 

dehydrated with ascending ethanol alcohol concentrations, and gold-sputtered, as previ-

ously described [9,11]. 

A Phenom ProX scanning electron microscope (Phenom-World B.V., Eindhoven, The 

Netherlands) was used to characterize the samples at microscale, at 3900× and 6100× mag-

nifications, using the following parameters FOV: 559 µm, Mode: 15 kV—Map, Detector: 

BSD Full. 

Adobe Photoshop (Park Avenue, San Jose, CA, USA) version 9.0 was used to color in 

red the bacterial cells (opacity 32%), as shown in Figure 3. 

2.6. Statistical Analysis 

The software SPSS for Windows version 21 (IBM SPSS Inc., Chicago, IL, USA) was 

used for statistical analysis of the results. One-way ANOVA testing was performed to 

verify the presence of statistically significant differences, and in the case of p < 0.050 the 

post-hoc Fisher’s least significant difference (LSD) test was performed. The LSD is a two-

step testing procedure for pairwise comparisons of several treatment groups [33]. p-values 

< 0.050 were considered significant. 
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3. Results and Discussion 

DAE surfaces showed significantly lower numbers of S. oralis CFUs compared to 

MACHINED, in accordance with our previous studies. [9,11]. 

Microbiological evaluation displayed significantly less bacterial growth on unex-

posed DAE surfaces with 7.255 ± 0.165 log10 CFU/mL compared to 7.423 ± 0.072 log10 

CFU/mL on the MACHINED ones. As shown in Figure 2 A,B, both surfaces exposed to 

ALAD–PDI demonstrated a significant decrease in bacterial load, with statistically signif-

icant differences, p < 0.050. In particular, the number of cells on MACHINED + ALAD 

surfaces was 6.427 ± 0.174 log10 CFU/mL, an 89% bacterial load reduction compared to the 

unexposed MACHINED ones. DAE + ALAD surfaces showed 6.618 ± 0.130 log10 CFU/mL, 

a 77%bacterial load reduction compared to the unexposed DAE. 

 

Figure 2. Colony-forming units (A) and relative dot plot (B); biofilm biomass (C) and relative dot 

plot (D) of Streptococcus oralis biofilm grown for 24 h + 24 h on MACHINED and DAE surfaces with 

or without being exposed to ALAD–PDI. Negative controls showed no CFUs and no biofilm bio-

mass (data not shown). * p-value < 0.050. 

The biofilm biomass, Figure 2C,D, displayed significantly higher values on unex-

posed DAE surfaces, 0.858 ± 0.100, compared to MACHINED, 0.6431 ± 0.125. These values 

significantly decreased, p < 0.050, in the exposed discs, to 0.255 ± 0.097 and 0.447 ± 0.101 

in MACHINED + ALAD and DAE + ALAD, respectively. 

The different bacterial interactions with the titanium surfaces confirmed the necessity 

of testing specific methods of decontamination for both surfaces to verify whether ALAD–

PDI was effective in both conditions. Moreover, treatment with ALAD–PDI significantly 

reduced the S. oralis biomasses produced on both tested surfaces. The CFU/mL value and 

the biomass value were in disagreement; however, they are two different methods to eval-

uate the effect of S. oralis growth on surfaces alone or combined with ALAD–PDI. CFU 

count is a direct method for determining the number of viable cells in a biofilm; biomass 
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quantification is an indirect determination of biofilm growth that includes the matrix, 

DNA, RNA, polysaccharides, or metabolites attached to the cells of the microbial biofilm 

[34]. 

The scanning electron microscope observations showed the presence of relevant bac-

terial biofilm on MACHINED surfaces, independently of exposure or unexposure to 

ALAD–PDI, Figure 3. DAE surfaces showed less bacterial presence on both unexposed 

and exposed surfaces. 

 

Figure 3. Scanning electron microscope observations at different magnifications, 3900× and 6100×, 

of Streptococcus oralis biofilm grown for 24 h + 24 h on MACHINED and DAE discs unexposed and 

exposed to ALAD gel and red LED. Bacteria are colored in red; lighter colors correspond to higher 

bacterial density. 

In exposed samples, aggregated cells were detected, and non-adherent bacteria on 

the titanium surface were probably trapped in the gel matrix. 

The ALAD gel acted as a glue that trapped bacteria before inactivating them via pho-

todynamic therapy (ALAD–PDI). This phenomenon allowed for great decontamination 

of the titanium surfaces, but implied that after using ALAD for the treatment of peri-im-

plantitis, it would be desirable to add a mechanical device for the removal of the dead 

bacteria from the implant surfaces. In addition, ALAD–PDI exerted a significant bacteri-

cidal effect compared to the unexposed samples, as demonstrated in Figure 4. Images ob-

tained by fluorescent microscopy demonstrated the presence of a higher bacterial load on 

exposed and unexposed MACHINED discs relative to DAE ones. The live/dead staining 

showed that 85% and 75% of cells were green (live) on unexposed MACHINED and DAE 

discs, respectively. By comparison, 100% of detected cells were red (dead) on both MA-

CHINED + ALAD and DAE + ALAD discs (Figure 4, histogram). 
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Figure 4. Live/dead staining of Streptococcus oralis biofilm grown for 24 h + 24 h on MACHINED and 

DAE discs unexposed and exposed to ALAD–PDI. Histograms show percentages of viable and dead 

cells for each exposed group vs. the unexposed samples, obtained with identical methods in every 

respect except for exposure to ALAD–PDI (* p-value < 0.050). Negative controls showed no cells 

(data not shown). 

These results are in accordance with our previous studies, in which we tested the 

effect of ALAD–PDI on both Gram-positive and negative bacteria [20,35]. By comparison, 

previous literature that used different formulations of aminolevulinic acid followed by 

photodynamic therapy (ala–PDI) showed contradictory results, especially on Gram-neg-

ative bacteria [36,37]. It was shown that the increase in reactive oxygen species (ROS) in-

duced by ala–PDI promotes intracellular biopolymer leakage, photocleavage on genomic 

DNA, cytoplasm denaturing, and envelope injury [38]. 

The production of ROS is mediated by red LED irradiation of porphyrin IX (ppi IX). 

This photosensitizer is produced during gel incubation intracellularly, started by its pre-

cursor, the ala. Mammalian cells are able to transform ppi by means of enzymes such as 

ferrochelatase, and promote the formation of the final product, the heme-group, so that 

after a period of incubation, the presence of ppi on these cells is reduced [39–42]. Cancer 

cells and bacteria, characterized by higher turnover or by the lack of these specific en-

zymes, accumulate a greater amount of ppi, and light irradiation at specific wavelengths 

promotes the production of ROS and consequently efficient and specific cytotoxic activity 

[43,44]. The amount of porphyrin (ppi) formation is not directly proportional to the ala 

concentration: Bohm et al. found a peak in ppi formation and a reduction in CFUs with 1 

mM ala in both Staphylococcus aureus and Staphylococcus epidermidis, but a further increase 

of ala concentration was associated with decreases in ppi and in the antibacterial activity 

provided by ala–PDI [45]. 

The encouraging results, both antibacterial and antifungal, achieved using ALAD–

PDI relative to ala–PDI, could be the consequence of three factors that act concomitantly: 

the production of reactive oxygen species (ROS), the pH value of 3.5, and the presence of 

preservatives, such as potassium sorbate and sodium benzoate [20,21,46]. Greco et al. 

showed that the antifungal effect obtained by ALAD–PDI was highly influenced by the 

ALAD’s pH [21]. 

The antibacterial effects of ALAD gel followed by red LED irradiation are well 

known, but, in this study, this novel gel for ALAD–PDI was tested for the first time on 

bacterial biofilm growth on titanium surfaces, rather than in planktonic bacteria [47,48]. 
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As previously described, the efficacy of other treatments containing aminolevulinic acid 

and light irradiation (ala–PDI) on counteracting bacterial biofilm is very variable. Indeed, 

ppi formation differs among bacterial species, and depends on the particular growth con-

ditions. Similar ppi production can be difficult to detect because some bacteria species 

produce non-fluorescent porphyrins that can be equally activated by light irradiation [45]. 

Bohom et al. showed that ala–PDI had effective antibiofilm action against Gram-positive 

biofilms; however, Gram-negative biofilms were quite refractory and showed no ala in-

corporation [45]. 

Recently, Liu et al. showed an inhibitory effect of ala–PDI with another compound 

containing aminolevulinic acid on Propionibacterium acnes biofilm [47], but their results 

were significant only when using high light doses, starting from 100 J/cm2. Li et al. also 

showed a drastic reduction in both methicillin-resistant S. aureus and methicillin-resistant 

S. epidermidis survival within biofilms, and disruption of biofilms using ala–PDI and laser 

irradiation and power intensity higher starting from 100 J/cm2 [42]. The effectiveness of 

ala–PDI treatment against Candida albicans biofilm was recently confirmed by Shi et al.; 

however, the ala-based compound used in this study was incubated for 5 h before pro-

ceeding with red laser irradiation at a light intensity of 300 J/cm2 and fluence rate of 100 

mW/cm2 for 50 min [48]. By comparison, the ALAD–PDI demonstrated effective signifi-

cant inhibition of S. oralis biofilm (p-value < 0.050) with a shorter incubation period and 

lower power intensity, at 380 mW/cm2. 

The clinical implications of these results are very important, because the presented 

protocol could be very useful for the decontamination of the titanium surfaces of dental 

implants affected by peri-implant disease without risk of overheating the fixtures or burn-

ing the surrounding tissues. Many methods and treatment protocols for the decontami-

nation of implants and biofilm eradication are described in the literature: mechanical de-

vices for plaque removal, such as titanium brushes and Teflon tips; chemical compounds, 

such as acids or antibacterial compounds; and physical devices, such as lasers [4]. Current 

literature fails to show which method is most effective; however, it suggests that the 

chances of successfully treating peri-implant disease decrease if the diagnosis is delayed 

[4]. 

The ALAD–PDI protocol is a further aid for bactericide without the necessity of ap-

plying antibiotics, the use of which is questionable and, in addition, contributes to antibi-

otic resistance, a worldwide health problem of significant importance. The limitation of 

this study is the use of a mono-species bacteria model. Moreover, although S. oralis is 

commensal in the oral cavity, recent literature showed that its biofilm is able to severely 

damage fibroblasts (HGFs) grown on titanium discs by stimulating a stress response and 

production of inflammatory mediators [49]. 

We believe that the encouraging results obtained by this preliminary study will per-

mit the carrying out of more complex protocols involving multi-species trials. 

4. Conclusions 

ALAD–PDI promoted significant bacterial biofilm reduction and titanium decontam-

ination, both on MACHINED and DAE surfaces. If these results are confirmed by further 

studies, this protocol could be proposed as a novel method of implant disinfection for 

fixtures affected by peri-implant disease. Considering the antibiofilm activity shown by 

ALAD–PDI, another possible application of this protocol could be the treatment of chronic 

wounds. 

Author Contributions: Conceptualization, S.D., S.D.L., M.P.; methodology, S.D.L., G.I.; software, 

D.T.; validation, S.D., M.P., A.P. and L.C.; formal analysis, M.P., D.T., G.I.; investigation, S.D., S.D.L., 

M.P., resources, A.P., G.I., L.C.; data curation, M.P., S.D. writing—original draft preparation, S.D., 

M.P.; writing—review and editing, A.P., G.I., D.T and L.C.; visualization, L.C.; supervision, A.P.; 

project administration, S.D., S.D.L., M.P.; funding acquisition, A.P., L.C. and S.D. All authors have 

read and agreed to the published version of the manuscript. 



Biomedicines 2022, 10, 572 10 of 12 
 

Funding: This research was funded by FAR Grants, 2021, D’Ercole, Cellini, Petrini, and partly by 

Piattelli grant number 20102ZLNJ5, financed by MIUR, Italy. 

Institutional Review Board Statement: The study was conducted according to the guidelines of the 

Declaration of Helsinki, and the use of human saliva was approved by the Ethical Committee of the 

University G. d’Annunzio of Chieti-Pescara, Italy (N. 19, 10 September 2020). 

Informed Consent Statement: Informed consent was obtained from all subjects involved in the 

study. 

Acknowledgments: A sincere thanks to Gabriele Mastrodicasa and Alpha Strumenti s.r.l. for 

providing us with the free use of LED devices and the Aladent gel. A sincere thanks to the Depart-

ment of Medical, Oral, and Biotechnological Science of the University of Chieti, for supporting the 

authors during the experimentations. 

Conflicts of Interest: The authors declare no conflict of interest. 

References 

1. Pontoriero, R.; Tonelli, M.P.; Carnevale, G.; Mombelli, A.; Nyman, S.R.; Lang, N.P. Experimentally induced peri-implant mu-

cositis. A clinical study in humans. Clin. Oral Implant. Res. 1994, 5, 254–259. https://doi.org/10.1034/j.1600-0501.1994.050409.x. 

2. Serino, G.; Ström, C. Peri-implantitis in partially edentulous patients: Association with inadequate plaque control. Clin. Oral 

Implant. Res. 2009, 20, 169–174. https://doi.org/10.1111/j.1600-0501.2008.01627.x. 

3. Renvert, S.; Persson, G.R.; Pirih, F.Q.; Camargo, P.M. Peri-implant health, peri-implant mucositis, and peri-implantitis: Case 

definitions and diagnostic considerations. J. Periodontol. 2018, 89, S304–S312. 

4. Lafaurie, G.I.; Sabogal, M.A.; Castillo, D.M.; Rincón, M.V.; Gómez, L.A.; Lesmes, Y.A.; Chambrone, L. Microbiome and Micro-

bial Biofilm Profiles of Peri-Implantitis: A Systematic Review. J. Periodontol. 2017, 88, 1066–1089. 

https://doi.org/10.1902/jop.2017.170123. 

5. Derks, J.; Tomasi, C. Peri-implant health and disease. A systematic review of current epidemiology. J. Clin. Periodontol. 2015, 42, 

S158–S171. 

6. Berglundh, T.; Armitage, G.; Araujo, M.G.; Avila-Ortiz, G.; Blanco, J.; Camargo, P.M.; Chen, S.; Cochran, D.; Derks, J.; Figuero, 

E.; et al. Peri-implant diseases and conditions: Consensus report of workgroup 4 of the 2017 World Workshop on the Classifi-

cation of Periodontal and Peri-Implant Diseases and Conditions. J. Clin. Periodontol. 2018, 89, S313–S318. 

7. Quirynen, M.; Abarca, M.; Van Assche, N.; Nevins, M.; Van Steenberghe, D. Impact of supportive periodontal therapy and 

implant surface roughness on implant outcome in patients with a history of periodontitis. J. Clin. Periodontol. 2007, 34, 805–815. 

https://doi.org/10.1111/j.1600-051X.2007.01106.x. 

8. Rakic, M.; Galindo-Moreno, P.; Monje, A.; Radovanovic, S.; Wang, H.L.; Cochran, D.; Sculean, A.; Canullo, L. How frequent 

does peri-implantitis occur? A systematic review and meta-analysis. Clin. Oral Investig. 2018, 22, 1805–1816. 

https://doi.org/10.1007/s00784-017-2276-y. 

9. Petrini, M.; Giuliani, A.; Di Campli, E.; Di Lodovico, S.; Iezzi, G.; Piattelli, A.; D’Ercole, S. The Bacterial Anti-Adhesive Activity 

of Double-Etched Titanium (DAE) as a Dental Implant Surface. Int. J. Mol. Sci. 2020, 21, 8315. 

https://doi.org/10.3390/ijms21218315. 

10. Scarano, A.; Lorusso, F.; Inchingolo, F.; Postiglione, F.; Petrini, M. The Effects of Erbium-Doped Yttrium Aluminum Garnet 

Laser (Er: YAG) Irradiation on Sandblasted and Acid-Etched (SLA) Titanium, an In Vitro Study. Materials 2020, 13, 4174. 

https://doi.org/10.3390/ma13184174. 

11. D’Ercole, S.; Cellini, L.; Pilato, S.; Di Lodovico, S.; Iezzi, G.; Piattelli, A.; Petrini, M. Material characterization and Streptococcus 

oralis adhesion on Polyetheretherketone (PEEK) and titanium surfaces used in implantology. J. Mater. Sci. Mater. Med. 2020, 31, 

84. https://doi.org/10.1007/s10856-020-06408-3. 

12. Petrini, M.; Trentini, P.; Tripodi, D.; Spoto, G.; D’Ercole, S. In vitro antimicrobial activity of LED irradiation on Pseudomonas 

aeruginosa. J. Photochem. Photobiol. B Biol. 2017, 168, 25–29. https://doi.org/10.1016/j.jphotobiol.2017.01.020. 

13. Petrini, M.; Spoto, G.; Scarano, A.; D’Arcangelo, C.; Tripodi, D.; Di Fermo, P.; D’Ercole, S. Near-infrared LEDS provide persistent 

and increasing protection against E. faecalis. J. Photochem. Photobiol. B. 2019, 197, 111527. https://doi.org/10.1016/j.jphoto-

biol.2019.111527. 

14. D’Ercole, S.; Spoto, G.; Trentini, P.; Tripodi, D.; Petrini, M. In vitro inactivation of Enterococcus faecalis with a led device. J. Pho-

tochem. Photobiol. B Biol. 2016, 160, 172–177. https://doi.org/10.1016/j.jphotobiol.2016.04.015. 

15. D’Ercole, S.; Di Fermo, P.; Di Giulio, M.; Di Lodovico, S.; Di Campli, E.; Scarano, A.; Tripodi, D.; Cellini, L.; Petrini, M. Near-

infrared NIR irradiation and sodium hypochlorite: An efficacious association to counteract the Enterococcus faecalis biofilm in 

endodontic infections. J. Photochem. Photobiol. B Biol. 2020, 210, 111989. https://doi.org/10.1016/j.jphotobiol.2020.111989. 

16. Petrini, M.; Ferrante, M.; Trentini, P.; Perfetti, G.; Spoto, G. Effect of pre-operatory low-level laser therapy on pain, swelling, 

and trismus associated with third-molar surgery. Med. Oral Patol. Oral Y Cir. Bucal 2017, 22, e467. 

https://doi.org/10.4317/medoral.21398. 



Biomedicines 2022, 10, 572 11 of 12 
 

17. Spoto, G.; De Iuliis, V.; Petrini, M.; Flati, V.; Di Gregorio, J.; Vitale, D.; Caruso, M.; Dadorante, V.; Ciarmoli, M.; Robuffo, I.; et 

al. Effect of low energy light irradiation by light emitting diode on U937 cells. J. Biol. Regul. Homeost. Agents 2016, 30, 997–1007. 

18. Graziani, F.; D’Aiuto, F.; Gennai, S.; Petrini, M.; Nisi, M.; Cirigliano, N.; Landini, L.; Bruno, R.M.; Taddei, S.; Ghiadoni, L. 

Systemic Inflammation after Third Molar Removal: A Case-Control Study. J. Dent. Res. 2017, 96, 1505–1512. 

https://doi.org/10.1177/0022034517722775. 

19. Gwynne, P.J.; Gallagher, M.P. Light as a broad-spectrum antimicrobial. Front. Microbiol. 2018, 9, 119. 

https://doi.org/10.3389/fmicb.2018.00119. 

20. Radunović, M.; Petrini, M.; Vlajic, T.; Iezzi, G.; Di Lodovico, S.; Piattelli, A.; D’Ercole, S. Effects of a novel gel containing 5-

aminolevulinic acid and red LED against bacteria involved in peri-implantitis and other oral infections. J. Photochem. Photobiol. 

B Biol. 2020, 205, 111826. https://doi.org/10.1016/j.jphotobiol.2020.111826. 

21. Greco, G.; Di Piazza, S.; Chan, J.; Zotti, M.; Hanna, R.; Gheno, E.; Zekiy, A.O.; Pasquale, C.; De Angelis, N.; Amaroli, A. Newly 

formulated 5% 5-aminolevulinic acid photodynamic therapy on Candida albicans. Photodiagnosis Photodyn. Ther. 2020, 29, 

101575. https://doi.org/10.1016/j.pdpdt.2019.10.010. 

22. D’Ercole, S.; D’Addazio, G.; Di Lodovico, S.; Traini, T.; Di Giulio, M.; Sinjari, B. Porphyromonas gingivalis Load is Balanced by 

0.20% Chlorhexidine Gel. A Randomized, Double-Blind, Controlled, Microbiological and Immunohistochemical Human Study. 

J. Clin. Med. 2020, 20, 1. https://doi.org/10.3390/jcm9010284. 

23. Pokrowiecki, R.; Mielczarek, A.; Zaręba, T.; Tyski, S. Oral microbiome and peri-implant diseases: Where are we now? Ther. Clin. 

Risk Manag. 2017, 13, 1529–1542. 

24. Daubert, D.M.; Weinstein, B.F. Biofilm as a risk factor in implant treatment. Periodontology 2000 2019, 81, 29–40. 

https://doi.org/10.1111/prd.12280. 

25. D’Ercole, S.; Tripodi, D.; Ravera, L.; Perrotti, V.; Piattelli, A.; Iezzi, G. Bacterial leakage in morse cone internal connection im-

plants using different torque values: An in vitro study. Implant Dent. 2014, 23, 175–179. 

https://doi.org/10.1097/ID.0000000000000044. 

26. O’Brien, B.C.; Harris, I.B.; Beckman, T.J.; Reed, D.A.; Cook, D.A. Standards for reporting qualitative research: A synthesis of 

recommendations. Acad. Med. 2014, 89, 1245–1251. https://doi.org/10.1097/ACM.0000000000000388. 

27. Petrini, M.; Costacurta, M.; Ferrante, M.; Trentini, P.; Docimo, R.; Spoto, G. Association between the organoleptic scores, oral 

condition and salivary β-galactosidases in children affected by halitosis. Int. J. Dent. Hyg. 2014, 12, 213–218. 

https://doi.org/10.1111/idh.12083. 

28. Petrini, M.; Trentini, P.; Ferrante, M.; D’Alessandro, L.; Spoto, G. Spectrophotometric assessment of salivary β-galactosidases in 

halitosis. J. Breath Res. 2012, 6, 021001. https://doi.org/10.1088/1752-7155/6/2/021001. 

29. D’Ercole, S.; Martinelli, D.; Tripodi, D. Influence of sport mouthguards on the ecological factors of the children oral cavity. BMC 

Oral Health 2014, 14, 97. https://doi.org/10.1186/1472-6831-14-97. 

30. Di Giulio, M.; D’Ercole, S.; Zara, S.; Cataldi, A.; Cellini, L. Streptococcus mitis/human gingival fibroblasts co-culture: The best 

natural association in answer to the 2-hydroxyethyl methacrylate release. Apmis 2012, 120, 139–146. 

31. Tripodi, D.; Cosi, A.; Fulco, D.; D’Ercole, S. The Impact of Sport Training on Oral Health in Athletes. Dent. J. 2021, 9, 51. 

32. D’Ercole, S.; Di Campli, E.; Pilato, S.; Iezzi, G.; Cellini, L.; Piattelli, A.; Petrini, M. Streptococcus oralis biofilm formation on tita-

nium surfaces Superficial characterization of chemical-, nano- and microscopical level. Int. J. Oral Maxillofac. Implants 2021, 36, 

929–936. 

33. Meier, U. A note on the power of Fisher’s least significant difference procedure. J. Appl. Stat. Pharm. Ind. 2006, 5, 253–263. 

https://doi.org/10.1002/pst.210. 

34. Wilson, C.; Lukowicz, R.; Merchant, S.; Valquier-Flynn, H.; Caballero, J.; Sandoval, J.; Okuom, M.; Huber, C.; Brooks, T.D.; 

Wilson, E.; et al. Quantitative and Qualitative Assessment Methods for Biofilm Growth: A Mini-review. Res. Rev. J. Eng. Technol. 

2017, 6. 

35. Petrini, M.; Mancini, M.; Iezzi, G.; Piattelli, A.; Di Campli, E.; D’Ercole, S. Peri-implantiti: Efficacia di un nuovo gel a base di 

acido delta aminolevulinico contro i batteri gram negativi. Dent. Cadmos 2021, 89, 44–51. https://doi.org/10.19256/d.cad-

mos.05.2021.08. 

36. Nitzan, Y.; Salmon-Divon, M.; Shporen, E.; Malik, Z. ALA induced photodynamic effects on Gram positive and negative bacte-

ria. Photochem. Photobiol. Sci. 2004, 3, 430–435. https://doi.org/10.1039/b315633h. 

37. Shleeva, M.; Savitsky, A.; Kaprelyants, A. Photoinactivation of mycobacteria to combat infection diseases: Current state and 

perspectives. Appl. Microbiol. Biotechnol. 2021, 105, 4099–4109. https://doi.org/10.1007/s00253-021-11349-0. 

38. Liu, C.; Zhou, Y.; Wang, L.; Han, L.; Lei, J.; Ishaq, H.M.; Xu, J. Mechanistic Aspects of the Photodynamic Inactivation of Vanco-

mycin-Resistant Enterococci Mediated by 5-Aminolevulinic Acid and 5-Aminolevulinic Acid Methyl Ester. Curr. Microbiol. 

2015, 70, 528–535. https://doi.org/10.1007/s00284-014-0757-7. 

39. Fukuhara, H.; Inoue, K.; Kurabayashi, A.; Furihata, M.; Fujita, H.; Utsumi, K.; Sasaki, J.; Shuin, T. The inhibition of ferrochelatase 

enhances 5-aminolevulinic acid-based photodynamic action for prostate cancer. Photodiagnosis Photodyn. Ther. 2013, 10, 399–409. 

https://doi.org/10.1016/j.pdpdt.2013.03.003. 

40. Ohgari, Y.; Nakayasu, Y.; Kitajima, S.; Sawamoto, M.; Mori, H.; Shimokawa, O.; Matsui, H.; Taketani, S. Mechanisms involved 

in δ-aminolevulinic acid (ALA)-induced photosensitivity of tumor cells: Relation of ferrochelatase and uptake of ALA to the 

accumulation of protoporphyrin. Biochem. Pharmacol. 2005, 71, 42–49. https://doi.org/10.1016/j.bcp.2005.10.019. 



Biomedicines 2022, 10, 572 12 of 12 
 

41. Sachar, M.; Anderson, K.E.; Ma, X. Protoporphyrin IX: The good, the bad, and the ugly. J. Pharmacol. Exp. Ther. 2016, 356, 267–

275. https://doi.org/10.1124/jpet.115.228130. 

42. Li, X.; Guo, H.; Tian, Q.; Zheng, G.; Hu, Y.; Fu, Y.; Tan, H. Effects of 5-aminolevulinic acid-mediated photodynamic therapy on 

antibiotic-resistant staphylococcal biofilm: An in vitro study. J. Surg. Res. 2013, 184, 1013–1021. 

https://doi.org/10.1016/j.jss.2013.03.094. 

43. Collaud, S.; Juzeniene, A.; Moan, J.; Lange, N. On the selectivity of 5-aminolevulinic acid-induced protoporphyrin IX formation. 

Curr. Med. Chem.-Anti-Cancer Agents 2004, 4, 301–316. 

44. Fotinos, N.; Convert, M.; Piffaretti, J.C.; Gurny, R.; Lange, N. Effects on gram-negative and gram-positive bacteria mediated by 

5-aminolevulinic acid and 5-aminolevulinic acid derivatives. Antimicrob. Agents Chemother. 2008, 52, 1366–1373. 

https://doi.org/10.1128/AAC.01372-07. 

45. Bohm, G.C.; Gándara, L.; Di Venosa, G.; Mamone, L.; Buzzola, F.; Casas, A. Photodynamic inactivation mediated by 5-ami-

nolevulinic acid of bacteria in planktonic and biofilm forms. Biochem. Pharmacol. 2020, 177, 114016. 

https://doi.org/10.1016/j.bcp.2020.114016. 

46. Amin Zare, M.; Razavi Rohani, S.M.; Raeisi, M.; Javadi Hosseini, S.H.; Hashemi, M. Antibacterial effects of monolaurin, sorbic 

acid and potassium sorbate on Staphylococcus aureus and Escherichia coli. J. Food Qual. Hazards Control 2014, 1, 52–55. 

47. Liu, Y.; Zeng, R.; Duan, Z.; Xu, H.; Wu, Q.; Chen, Q.; Lin, T.; Li, M. Effect of 5-aminolevulinic Acid Photodynamics Therapy on 

Biofilm of Propionibacterium acnes. Zhongguo Yi Xue Ke Xue Yuan Xue Bao. Acta Acad. Med. Sin. 2020, 42, 283–288. 

https://doi.org/10.3881/j.issn.1000-503X.11774. 

48. Shi, H.; Li, J.; Peng, C.; Xu, B.; Sun, H. The inhibitory activity of 5-aminolevulinic acid photodynamic therapy (ALA-PDT) on 

Candida albicans biofilms. Photodiagnosis Photodyn. Ther. 2021, 34, 102271. https://doi.org/10.1016/j.pdpdt.2021.102271. 

49. Ingendoh-Tsakmakidis, A.; Eberhard, J.; Falk, C.S.; Stiesch, M.; Winkel, A. In vitro Effects of Streptococcus oralis Biofilm on Peri-

Implant Soft Tissue Cells. Cells 2020, 9, 1226. https://doi.org/10.3390/cells9051226. 


